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Department of Public Health and Human Services
Public Health and Safety Division ♦ Communicable Disease Control and Prevention Bureau 

Immunization Program ♦ PO Box 202951♦ 1400 Broadway ♦ Helena, MT  59602-2951 

Phone: (406) 444-5580 ♦ Fax: (406) 444-2920 

December 9, 2014 
 
To:  All VFC Providers 

From:  Lori Hutchinson, Vaccine Manager   
Montana Immunization Program 
444‐0277  lhutchinson@mt.gov 

Re:  New Data Loggers 
 
Once again, rather than re‐calibrate our State‐supplied data loggers, we are exchanging them with newly calibrated 
devices that meet all of the latest CDC requirements.   
 
This package contains the following items: 
 

 Data loggers for all your public vaccine storage units. We’ve already named and setup your devices for either a 
refrigerator or freezer. The data loggers and boxes are labeled with either an “R” for refrigerator or “F” for 
freezer. DO NOT RENAME OR CHANGE SETTINGS without contacting the Immunization Program. DO NOT PUSH 
THE BUTTON on the data loggers until an equilibrated probe is attached. 
 

 One Backup Data Logger (labeled “Backup Data Logger” on the box and device) 
 

 New Data Logger Instruction Manual: Please read carefully and plan to attend one of the mandatory Data Logger 
Basics webinars next week. The schedule and access information is here:   
 
http://dphhs.mt.gov/Portals/85/publichealth/documents/Immunization/Hot%20Topics/2014%20Hot% 
 
Vaccine Managers and Alternates must be able to operate new data loggers and train other staff on proper 
temperature monitoring. 

 

 Temperature Monitoring Best Practices posters, one for refrigerators and one for freezers. 
 

 New refrigerator and freezer paper temperature logs 
 

 Address label for returning old data loggers to the Immunization Program. 
 

Please follow the checklist below to install your new data loggers, send approval data/temperature logs to the 
Immunization Program, and return your old devices to us.  
 
We appreciate your cooperation in completing these tasks by January 31, 2015. Providers not meeting this deadline will 
be prohibited from ordering vaccine in February until the checklist is complete. 
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2015 New Data Logger Installation Checklist 
 

� Download and install EasyLog version 7.0.0.0 or higher.  
Go to: http://www.dphhs.mt.gov/publichealth/Immunization/VaccinesforChildresn.aspx 
Scroll down to ”EasyLog Version 7.0 Download” and follow the instructions. 
 

� Install the thermocouple probe and allow to equilibrate for 2 hours. 
 

� Obtain NEW paper temperature/trouble-shooting logs. We’ve included a refrigerator and freezer log in your 
package, but you can also download them from our website. 

 

� Attach a new data logger to the probe and push the button for the device to start recording. Be sure to attach 
refrigerator data loggers (R) to refrigerators and freezer data loggers (F) to freezers.  

 

� Once your new data logger starts recording, check the current temperature against the temperature on your old 
data logger. When the temperatures are within one degree, you can remove your old data logger.  

 

� Going forward, read and record your twice daily temperatures off your new data logger. 
 

� Keep the new data logger boxes with the certificate of calibration and extra batteries AND your backup data 
logger (in its original box) in a well‐labeled location and communicate the location to relevant staff. 

 

� Package your old data loggers, including probe vial and wire, in their original boxes (if you still have them). 
Otherwise, package them securely for shipping so that the glass vials do not break. 

 

� Use the address label to ship the old data loggers back to the Immunization Program. Returning old data loggers is 
at your expense, and you can use the carrier of your choice.   

 

� Monitor temperatures with your new data loggers using new temperature logs for one week then: 
o Download your data logger data 
o Go to our website (www.immunization.mt.gov) and click on “Vaccine Incident Report.” Follow the 

instructions to upload and send your approval data to the Immunization Program. You will need the 
make and model of your storage units. This is the process for communicating ALL issues with storage 
units and data loggers, so bookmark the “Vaccine Incident Report” for future reference. 

o Fax paper temperature logs to 442‐4848. 
 

� We will respond with an email when your submitted data and temperature logs have been reviewed.  
 

We appreciate your cooperation in completing these tasks by January 31, 2015. Providers not meeting this deadline will 
be prohibited from ordering vaccine in February until the checklist is complete. 
 
Please contact the Immunization Program if you have questions (444‐5580 or hhsiz@mt.gov). 

 


